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ABSTRACT 1 
Objectives: Measurement of mean population sodium and potassium intake typically 2 
using laboratory-based assays which can add significant logistical burden and costs. A 3 
valid field-based measurement method would be a significant advance. In this study, 4 
we used 166 24-hour urine collection samples to compare estimates of sodium, 5 
potassium content and sodium/potassium ratio based upon assays done using the field-6 
based Horiba twin meter versus a laboratory-based method.  7 
Design: Aliquots of urine were assayed for sodium and potassium using the ion-8 
selective electrode method with the field-based Horiba twin meter and the laboratory-9 
based method. The performance of the Horiba twin meter was determined by 10 
comparing field-based estimates of mean sodium and potassium against those obtained 11 
using the laboratory-based methods. 12 
Setting: 24-hour urine samples were collected as part of an ongoing study being done 13 
in rural China. 14 
Subjects: There were 166 subjects complete 24-hour urine samples available for 15 
estimating 24-hour urinary sodium and potassium excretion. 16 
Results: Mean sodium and potassium excretion were estimated as 170.4 mmol/day and 17 
37.4 mmol/day using the meter-based assays and 193.4 mmol/day and 43.8 mmol/day 18 
using the laboratory-based assays. There was excellent relative reliability for both 19 
sodium (ICC=0.986) and potassium (ICC=0.986). Bland-Altman plots showed 20 
moderate-to-good agreement between two methods. 21 
Conclusions: Sodium and potassium intake estimation was moderately under-22 
estimated using assays based upon the Horiba twin meter. Compared to standard lab-23 
based methods, the portable device was more practical and convenient. 24 
 25 
  26 
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BACKGROUND 1 
High blood pressure is a major risk for cardiovascular disease which is the leading cause 2 
of death worldwide.(1) Sodium, potassium and the sodium-to-potassium ratio in urine 3 
have all been associated with blood pressure levels and the occurrence of vascular 4 
outcomes.(2,3,4) Reducing sodium intake and increasing potassium intake through 5 
improvements to diet is widely recommended as a cost-effective strategy for the control 6 
of hypertension and the prevention of cardiovascular disease.(5,6) The World Health 7 
Organization recommends daily dietary intake of sodium is less than 2000mg (5) and 8 
intake of potassium is greater than 3510mg.(6) Data to describe the actual exposure 9 
levels of populations is sparse and in large part this is because measurement is 10 
logistically challenging and expensive. 11 
 12 
Repeated 24-hour urine measurement is required to estimate mean sodium intake and 13 
variability for an individual.(7) but multiple collections involve considerable burden for 14 
participants and are very rarely possible.(8) Robust mean values for populations can, 15 
however, be estimated by taking the mean of multiple single measurements from a 16 
population sample.(9) The process for estimating daily intake involves multiplying the 17 
concentration of the electrolyte by the 24-hour urine volume to attain a measure of daily 18 
exposure. Assay of the concentration of sodium and potassium in urine is currently 19 
restricted to laboratories that carry the necessary equipment. Transporting urine 20 
samples from survey sites for analysis can be logistically challenging and expensive, 21 
particularly in resource poor settings. (10) A typical laboratory cost (including test cost 22 
and transportation cost) of assay for sodium and potassium is US$1.21 and this does 23 
not include the often substantial cost of transportation. 24 
 25 
Horiba, Ltd Japan has developed a compact portable twin meter which can be used to 26 
measure sodium and potassium concentration in liquids in the field. If proved reliable 27 
for the measurement of sodium and potassium in urine samples, this meter might 28 
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provide a low cost alternative assay method that also removes the need to ship samples 1 
to a laboratory. The sensor is durable enough to measure about 1500 samples under 2 
optimal conditions but urine samples high in protein may decrease this number to about 3 
500. Under this worst case assumption, the cost of assay using the twin meter would be 4 
comparable but without any additional expense for transportation.  5 
 6 
The goal of this study was to compare estimates of sodium, potassium and 7 
sodium/potassium ratio from 166 24-hour urine samples using field-based assays done 8 
with the Horiba twin meter against estimates based on assays done using standard 9 
laboratory-based methods. 10 
 11 
METHODS 12 
The urine samples used in these analyses were collected from 12 to 20 September 2015 13 
as part of the ongoing Salt Substitute and Stroke Study (SSaSS) being done in northern 14 
rural China. The protocol of SSaSS has received ethics approval from both the 15 
institutional review boards at Peking University Health Science Center, China, and 16 
University of Sydney, Australia. Written informed consent was obtained from each 17 
study participant. 18 
 19 
Participants 20 
There were 240 individuals (20 people selected at random from 35 participants in 12 21 
villages participating in SSaSS) invited to provide a 24-hour urine sample as part of 22 
process indicator survey in that study. 23 
 24 
Urine collection 25 
Participants were provided with six one litre plastic specimen bottles and instructed to 26 
collect all urine voided during a 24-hour period according to standard procedures. The 27 
24-hour urine collection started from the time in the morning that the participant voided 28 
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their bladder for spot urine collection and continued for 24 hours until final voiding the 1 
next morning. Both times were recorded. The process was supervised by trained 2 
investigators. Participants were asked to return all the urine collection to the field site. 3 
To guard against under- and over-collection, urine collections were rejected if the 4 
timing of the collection fell outside the range of 23–25 hours, if 24-hour urinary 5 
volumes were less than 500 mL or if the volume of the missed urine reported by 6 
participants was more than 10% of the total volume. In addition, samples were excluded 7 
from analysis if 24-hour creatinine excretion was less than 4mmol or greater than 8 
25mmol in women or less than 6mmol or greater than 30mmol in men. Upon 9 
completion of the collection period the contents of the specimen bottles were combined 10 
in a single large 5 litre container, mixed well and three 1.8ml aliquots were removed. 11 
Two were frozen at −20°C for up to 7 days prior to shipping to the central laboratory. 12 
One was used for analysis and the other was kept as a backup sample. The third aliquot 13 
was used immediately to perform a field-based measurement using the Horiba twin 14 
meter. 15 
 16 
Assay of sodium and potassium concentration using the Horiba twin meter 17 
The modified B-722 LAQUAtwin and modified LAUQAtwin B-731 meters (Lt, Horiba, 18 
Japan) are waterproof, pocket-sized and battery operated analyzers that use a direct ion 19 
selective electrode technique to measure sodium and potassium concentrations. The 20 
meters are designed to measure sodium and potassium concentrations in parts-per-21 
million (ppm) with a detectable range between 0 and 9999 ppm and a precision 22 
guarantee range of 23–2300 PPM for sodium and 39-3900 ppm for potassium. For both, 23 
a two-point calibration was performed with standards of known concentration (150 ppm 24 
and 2000 ppm) at the start of each day and no more than 100 samples measured between 25 
calibration checks.  26 
 27 
The concentrations of sodium and potassium were determined by dropping urine onto 28 
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the sensor. A minimum of 0.3ml urine was required to cover the two round flat sensors 1 
located 8 mm apart (center-to-center) on a 12 mm*20 mm sensor pad.  Once the urine 2 
was applied the light shield plate was closed and measurements were made.  Results 3 
were displayed on a LCD digital screen) and recorded after assay stability was 4 
confirmed on the screen. Time to achieve assay stability varied between samples and 5 
averaged about 10 seconds. The sensor pad was cleaned with purified water after each 6 
assay and cleanliness confirmed by the meter readings dropping to near zero. Excess 7 
water was gently wiped from the sensor pad using tissue in preparation for the next 8 
assay. Assays were done at room temperature. 9 
 10 
Assay of sodium and potassium concentration using the laboratory 11 
Samples were processed in the central laboratory of Peking University Commercial 12 
Aviation General Hospital. The sodium and potassium concentrations were determined 13 
by direct ion-selective electrode methods.(11) Measurements were performed 14 
automatically with Hitach 7600 auto-biochemistry equipment. Quality control samples 15 
were assayed every 100 measurements comprising both high point and low point 16 
standards. In addition, for 36 participants duplicate specimens of the same sample were 17 
run through the system using dummy identification numbers to blind the laboratory to 18 
the process. The comparison of the data between the duplicates showed mean 19 
concentration results for sodium (120.1 vs. 120.5 mmol/L) and potassium (28.1 vs. 20 
28.0mmol/L) that were highly comparable and average percentages of technical error 21 
of <5% in both cases.(11)  22 
 23 
Outcomes 24 
The outcome by which the two methods were compared was the average daily exposure 25 
to sodium (mmol/day), potassium (mmol/day) and the sodium: potassium concentration 26 
ratio.  27 
 28 
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Statistical analysis 1 
Paired t-tests were used to quantify average differences (and 95% confidence intervals) 2 
between estimates based on assays made in the field using the Horiba Twin meter and 3 
assays made in the laboratory To determine the validity of estimates based upon meter-4 
based measurements compared to the laboratory-based measurement, coefficients of 5 
variation (CV), intraclass correlation coefficients (ICC; based on two-way mixed 6 
ANOVA, consistency, average measures), standard error of the estimate (SEE), and 7 
typical error of the measurement (TEM) were calculated. Pearson correlations were 8 
calculated to assess the relations between methods. All CVs were calculated using the 9 
TEM expressed as a percentage according to Hopkins.(12) The coefficient of variation 10 
is the standard error of an estimate expressed as a percentage of the mean. The Bland-11 
Altman method was used to further explore the agreement between the meter-based 12 
measurements and the laboratory-based measurments.(13) The Y-axis of the Bland-13 
Altman plots is the difference between the methods (laboratory- based method - meter-14 
based measurement) and the X-axis is the mean of meter-based measurement and the 15 
laboratory-based measurement. A significant correlation was observed between the 16 
difference and the mean of the methods, and log-transformed were unable to remove 17 
the heteroscedasticity. After logarithmic transformation of original data, the 18 
correlation between difference and average of two methods is 0.16 (p=0.04) for sodium 19 
estimation and 0.26 for potassium estimation (p<0.01). Therefore, For the Bland–20 
Altman plots, the reported 95% limits of agreement were calculated based on a 21 
regression approach for non-uniform differences.(14). Firstly, we regressed difference 22 
between the methods (D) on the average of the two methods (A). Simply linear 23 
regression is generated as D=b0+b1A. Then we regressed the absolute values of the 24 
residuals (R) on average (A). If there is no significant relation between R from the first 25 
regression model and A, the estimated standard deviation is the standard deviation of 26 
the adjusted differences. The 95% limits of agreements are obtained as 27 
b0+b1A±1.96*SD. Statistical analyses were performed using SAS and the Microsoft 28 
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Office Excel software. 1 
 2 
RESULTS 3 
There were 240 subjects invited to provide urine samples and there were 166 that 4 
provided completed 24-hour urine collections. 74 exclusions were four individuals who 5 
had difficultly collecting the urine samples (urinary incontinence or physical 6 
impairment), one with a urinary infection, and one with serious diarrhea and 12 that 7 
reported incomplete urine collection. A further 56 samples were excluded from the 8 
primary analysis on the basis of urinary metrics indicating that the 24-hour collection 9 
was likely an over- or under-collection.  10 
 11 
The mean age of the 166 individuals that contributed was 63.2 (8.0) years, and 48.8% 12 
were female. Mean body mass index was 24.7 (3.4) kg/m2, mean systolic blood pressure 13 
(SBP) was 147.4 (21.6) mmHg and mean diastolic blood pressure (DBP) was 87.8 (12.8) 14 
mmHg. Use of blood pressure lowering medication was 7.8% for a diuretic, 16.2% for 15 
an angiotensin converting enzyme inhibitor, 47.6% for a calcium antagonist, and 43.4% 16 
for another form of drug reported as being used for blood pressure control (mostly 17 
traditional Chinese medicine). 18 
 19 
Comparisons of assay methods for estimating mean urinary sodium  20 
The estimated mean daily sodium intake for the 166 individuals with complete 24-hour 21 
urine samples was 170.4 (77.6) mmol/day (range, 42-441 mmol/day) using the field-22 
based meter and 193.3 (84.7) mmol/day (range, 50-507 mmol/day) using the laboratory 23 
assays (Table 1).  The estimates from the two methods were clearly different (-24 
22.9mmol/day, 95%CI -25.9 to -20.0; p<0.001) with the field-based estimates made 25 
with the meter underestimating compared to the laboratory-based assay. (Table 1). The 26 
Pearson’s correlation coefficient was very high although the plots illustrate the 27 
systematic bias in the estimation methods (Figure 1). Figure 2-a showed the modified 28 
10 
 
Bland-Altman plots for the agreement between field-based meter assays and 1 
laboratory-based assays in sodium excretion. The 95% limits of agreements are 2 
obtained as 6.91+0.09A±1.96*17.87. (A stands for the average of sodium estimation 3 
by two methods) 4 
 5 
Comparison of assay methods for measures of urinary potassium  6 
The estimated mean daily potassium intake for the 166 individuals with complete 24-7 
hour urine samples was 37.4 (17.6) mmol/day (range, 11.2-96.9 mmol/day) for the 8 
field-based assay method using the meter and 43.8 (19.8) mmol/day (range, 13.4-112.1 9 
mmol/day) based upon laboratory assays (Table 1). The estimates from the two methods 10 
were clearly different (-6.5, 95%CI -7.2 to -5.8 mmol/day; p<0.001) with the field-11 
based estimates made with the meter compared to the laboratory-based assay. (Table 1). 12 
The Pearson’s correlation coefficient for 24-hour estimates was very high although the 13 
plots again illustrate a systematic difference in the results of the two measurement 14 
methods (Figure 1). Figure 2-b showed the modified Bland-Altman plots for the 15 
agreement between field-based meter assays and laboratory-based assays in potassium 16 
excretion. The 95% limits of agreements are obtained as 1.65+0.12A±1.96*4.09. (A 17 
stands for the average of potassium estimation by two methods) 18 
 19 
Comparison of assay methods for estimation of sodium to potassium ratio 20 
The mean sodium: potassium ratio determined from assays made using the Horiba Twin 21 
Meter was 5.3 (2.9) (range, 1.0-22.9) compared to the laboratory assay result of 5.0 22 
(2.6) (range, 1.0-18.1) (Table 1). There was a high correlation for the sodium to 23 
potassium ratio results between two methods (Figure 1). Bland-Altman plots for the 24 
agreement between field-based meter assays and laboratory-based assays in sodium to 25 
potassium excretion. The 95% limits of agreements are obtained as 0.31-26 
0.11A±1.96*0.47. (A stands for the average of sodium to potassium ratio by two 27 
methods) (Figure 2-c).  28 
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 1 
DISCUSSION 2 
This study shows that the Horiba twin meter can support reasonably accurate estimates 3 
of mean sodium and potassium excretion although in both cases the estimates derived 4 
from the meter assays resulted in under-estimation compared to the laboratory assays. 5 
The more detailed performance metrics that were calculated for the meter provided 6 
insight into the reasons for the under-estimation. If repeat studies showed similar 7 
findings, it might be possible to enhance the meter or make some standard adjustment 8 
to correct future meter-based estimates of population salt intake. Salt intake and urinary 9 
sodium excretion varies from day to day. (15) The normal daily fluctuation in 24h urinary 10 
ranged from -18% to 52% for sodium excretion and exceed 25% for potassium 11 
excretion. (16) The difference between meter assay and laboratory assay for sodium and 12 
potassium from our study is within the normal daily fluctuation. From the perspective 13 
physiological standpoint, the difference between two methods is acceptable. The 14 
portability, low cost, low maintenance and simplicity of use are all important positives 15 
for the modified B-722 LAQUAtwin and modified LAUQAtwin B-731 meters (Lt, 16 
Horiba, Japan) and warrant its further exploration for in-the-field assay of sodium and 17 
potassium concentrations.   18 
 19 
A prior study of 9600 adults in Jiangsu Province, eastern China reported mean 24-h 20 
urinary sodium and potassium excretion values of 188.2 mmol (SD, 69.5) and 28.0 21 
mmol (SD, 9.5), respectively with a corresponding mean sodium to potassium ratio of 22 
6.9 (SD, 2.0).(17) Another large study conducted in Shandong Province estimated mean 23 
24-h urinary sodium and potassium excretion as 232 mmol/day (SD, 87.4) and 40.8 24 
mmol/day (SD, 19.5) with ratio of 6.7 (SD, 3.6).(18) The results are broadly consistent 25 
with the current findings although in our study reports lower sodium, higher potassium 26 
and a lower ratio, which is likely a consequence of the use of reduced sodium, added 27 
potassium salt substitute by half of those included. 28 
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 1 
There has been one prior study that has reported an evaluation of a portable meter for 2 
measuring the sodium concentration of urine and in that case the laboratory comparison 3 
was a chromatography technique. The mean sodium concentration values obtained with 4 
that meter also resulted in under-estimation (72.8±78.2 vs. 82.7±75.6mmol/L) with the 5 
limits of agreement ranging from a 32% underestimation to an 8% overestimation. The 6 
coefficient of variation was also directly comparable at 10%.(19)  7 
 8 
The reasons why the Horiba twin meter results differed from the laboratory results in 9 
this study are likely to be technical. First, the 2-point calibrations were not optimally 10 
selected. The standards of 150 and 2,000 parts per million for sodium were too low 11 
because more than half of the urine samples had a sodium concentration above the 12 
upper level of calibration. Underestimation of sodium concentration at higher levels of 13 
concentration is a known issue for meters of this type because the concentration of 14 
sodium ions in the vicinity of the membrane tends to be lower than in the body of the 15 
solution under examination.(20) The Bland-Altman findings provide support for this 16 
explanation with greater differences between the meter values and laboratory values as 17 
sodium concentration increased. Using a wider calibration range that matches more 18 
closely the sodium concentration of urine might be an immediate way to improve 19 
performance. 20 
 21 
It is also possible that the frequent switching of solutions on the sensor pad could have 22 
caused a drift and hysteresis effect. (21) Drift and hysteresis during a sequence of 23 
measurements may be caused by interference from other ions in the solution and the 24 
ionic strength of the solution reducing the measured activity relative to the true 25 
concentration at high concentrations. During the field work each meter was used about 26 
120 times a day. More frequent calibration of the meter, perhaps after every 20 27 
measurements, would be one strategy to try and address this problem. Changing the 28 
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way the meter reports from PPM to mmol/L would also enhance the convenience of use 1 
for this particular application and removing the current rounding function (whereby 2 
concentrations above 1000 PPM are rounded to the nearest hundred) would also be 3 
helpful. 4 
 5 
The study benefitted from its large sample size, which provided for fairly precise 6 
estimates of meter performance but additional studies done in a range of settings and 7 
amongst other population groups would provide for a more complete evaluation. The 8 
intra-analyzer assessments of the laboratory method showed good reliability. It would 9 
have been optimal to have done the same for the Horiba twin meter measurements in 10 
this study although a prior report has demonstrated excellent repeatability of Horiba 11 
twin meter assays in another setting.(19)  12 
 13 
There is a growing global interest in the exposure of populations to sodium and 14 
potassium and there is a corresponding need for new tools that can provide robust and 15 
low cost measurements. Estimation of sodium and potassium is traditionally based 16 
upon 24hr urine collections and laboratory measures which can be costly and onerous 17 
in many settings. The Horiba twin meter does not address the challenge presented by 18 
the collection of high quality 24hr urine samples but field-based assessment of 19 
concentration is, nonetheless, a helpful step forward because it precludes the need for 20 
the transportation of samples. Utility of the meter may grow further incurrent 21 
exploration of the potential for making mean population exposure estimates based upon 22 
spot urine samples proves successful. Methods based on spot urine samples preclude 23 
the need for 24-hour collection of urine which is the other major barrier to assessment 24 
of salt intake at the individual or population level. The existing estimating equations 25 
that use spot urine concentrations require knowledge of urinary creatinine 26 
concentration for which there is currently no field-based assay method available. If such 27 
an assay were available at low cost, and the initial promising findings for spot urine-28 
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based methods are confirmed, then this could transform the measurement of mean 1 
population exposure to sodium and potassium and may further increase the public 2 
health value of this meter. 3 
 4 
Higher correlations and better agreements have been established for the casual urine 5 
sodium-to-potassium ratio than for casual urine sodium or potassium alone when 6 
compared with the 24-hour urine values. (22) The jointly effects of sodium to potassium 7 
on blood pressure and risk of CVD have been proven and sodium to potassium ratio is 8 
a predominant index for blood pressure management. (23, 24)  One measure that the 9 
Horiba twin meter can immediately simplify is the sodium-to-potassium ratio.  This 10 
requires only the concentrations of each cation and these can now be done in the field 11 
using the Horiba twin meter. The present study shows that the sodium-to-potassium 12 
ratio obtained with the meter are highly comparable to those obtained in the laboratory. 13 
The ease of use of the meter might also make feasible the measurement of sodium-to-14 
potassium ratio amongst individuals and provide a good substitute for 24-h urinary 15 
Na/K ratio for both hypertensive and normotensive populations, which it has been 16 
shown can be achieved with assays of sodium-to-potassium ratio in 4 to 7 spot urine 17 
samples on different days. Repeated sodium-to-potassium ratio measurements of the 18 
casual urine has less bias compared to the common formulas used for estimating the 19 
single 24-hour urine from the casual urine for sodium and potassium separately. (25) 20 
Thus, measuring Na/K ratio from casual urine is far more convenient than conventional 21 
methods that require both 24h urine collection and urinary creatinine measurements for 22 
estimating Na/K ratio in 24h urine and knowing the sodium to potassium ratio is helpful 23 
for hypertensive patients adhering to low-sodium, high-potassium diet habit and further 24 
for blood pressure control.  25 
 26 
CONCLUSION 27 
Meter-based estimates of mean population salt resulted in under-estimation compared 28 
15 
 
to values obtained with standard laboratory-based methods. However, the magnitude of 1 
the underestimation was only moderate and the meter assay method is a potentially 2 
much more convenient way of measuring dietary salt intake. As such, the meter assay 3 
has significant potential as a more practical, convenient, and inexpensive method of 4 
measuring population exposure to sodium and potassium intake than traditional lab-5 
based methods. This is particularly true in remote areas where transport of specimen 6 
would be onerous. Further innovations and repetition of the current findings will be 7 
necessary to maximize the potential of the meter. With the World Health Organisation, 8 
national governments, and parts of the food industry now focusing on salt reduction 9 
there will be growing interest in the measurement of dietary sodium and potassium.  10 
Reducing mean global salt intake from its current level of 10g/day (26) to the WHO 11 
target of 5g/day will require concerted action and large-scale monitoring. If significant 12 
improvements in intake can be achieved then very large health gains are anticipated in 13 
almost every country around the world. 14 
  15 
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 1 
FIGURE LEGENDS 2 
Figure 1 Correlations between field-based assays done using the Horiba Twin 3 
meter and laboratory-based assays done using standard method in (A) estimation 4 
of 24 hour urinary sodium excretion; (B) estimation of 24 hour urinary potassium 5 
excretion; (C) estimation of 24 hour urinary sodium to potassium ratio . 6 
 7 
Figure 2 Modified Bland–Altman plots for agreement between field-based assays 8 
done using the Horiba Twin meter and laboratory-based assays done using 9 
standard method in (A) estimation of 24 hour urinary sodium excretion; (B) 10 
estimation of 24 hour urinary potassium excretion; (C) estimation of 24 hour 11 
urinary sodium to potassium ratio . 12 
 13 
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Table 1 Measures of sodium, potassium and the sodium to potassium ratio derived 1 
from field-based assays done using the Horiba Twin meter compared to measures 2 
derived from assays done using laboratory-based methods 3 
  Mean daily sodium intake 
Mean daily potassium 
intake 
Sodium to Potassium 
ratio 
  Meter Laboratory  Meter Laboratory  Meter Laboratory  
Number of sample 166 166 166 
mean (mmol/day) 170.4 193.3 37.4 43.8 5.3 5 
SD (mmol/day) 77.6 84.7 17.6 19.8 2.9 2.6 
Range (mmol/L) 42.3 ~ 440.9 50.2 ~ 507.0 11.2 ~ 96.9 13.4 ~ 112.1 1.0 ~ 22.9 1.0 ~ 18.1 
Mean bias (mmol/day) -15.0 -4.4 0.3 
Bland and Altman 95% 
limits of agreement 
6.91+0.09A ± 1.96*17.87 1.65+0.12A ± 1.96*4.09 0.31-0.11A ± 1.96*0.47 
Typical error of 
measurement (mmol/day) 
10.4 2.9 0.5 
95% CI of Typical error of 
measurement (mmol/day) 
9.41 ~11.69 2.62 ~3.26 0.45 ~ 0.56 
Standard Error of Estimate 
(mmol/day) 
18.6 4.3 0.4 
Correlation coefficient r 0.976 0.976 0.986 
ICC 0.986 0.984 0.99 
95% CI of ICC 0.981~0.990 0.979 ~ 0.989 0.986 ~ 0.992 
SD=standard deviation; CI: confidence interval, CV: coefficient of variation, ICC: intraclass correlation 4 
coefficient, SEE standard error of the estimate 5 
